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This  work  was  conducted  at  the  Belvoir  Fuels  and  Lubricants  Research  Facility  (SwRI), 
Southwest  Research  Institute,  under  DOD  Contract  Nos.  DAAK70-82-C-QQQ1  and 
DAAK70-85-C-0007.  The  project  was  administered  by  the  Fuels  and  Lubricants  Division, 
Materials,  Fuels,  and  Lubricants  Laboratory,  U.S.  Army  Belvoir  Research,  Development 
and  Engineering  Center,  Fort  Belvoir,  Virginia  22060-5606,  with  Mr.  F.W.  Schaekel, 
STRBE-VF,  serving  as  Contracting  Officer's  Representative.  This  program  was  funded 
by  the  U.S.  Navy  David  Taylor  Naval  Ship  Research  and  Development  Center  with  Mr.  R. 
Strucko,  Mobility  Fuels  Group,  Code  2759,  serving  as  Technical  Monitor.  This  report 
covers  the  period  of  performance  from  December  1983  to  December  1985. 
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I.  INTRODUCTION  AND  BACKGROUND 


During  the  past  several  years,  hot-fuel  nozzle  (atomizer)  fouling  tests  have  been 
conducted  by  the  General  Electric  Company  in  Evendale,  OH  U-3)*  in  support  of  both 
U.S.  Navy  and  U.S.  Air  Force  programs.  The  results  of  these  tests  have  shown  that  the 
"fouling  life"  of  atomizers  and  flow  divider  valves  can  be  somewhat  correlated  to  the 
"breakpoint"  temperature  of  the  utilized  fuel.  The  "fouling  life"  has  been  arbitrarily 
defined  in  terms  of  an  increase  in  divider  valve  hysteresis  and/or  a  reduction  in  fuel  flow 
through  the  atomizer  at  some  constant  rated  pressure  drop  through  the  same  atomizer. 
In  both  cases,  it  is  likely  that  deposition  has  occurred  in  a  region  of  small  clearances  in 
the  atomizer.  This  is  likely  to  occur  in  both  the  orifice  and  the  numerous  small 
entrances  to  the  spin  chamber,  as  well  as  on  other  surfaces  wetted  by  the  hot  fuel. 

Also  during  fiscal  year  1984,  a  number  of  distillate  fuels  were  characterized  at 
Southwest  Research  Institute  (SwRI)  (4)  as  to  their  specification  physicochemical 
properties  and  thermal  stability  breakpoint  temperature  as  measured  by  the  Jet  Fuel 
Thermal  Oxidation  Tester  (3FTOT).  Regression  analysis  was  performed  using  breakpoint 
temperature  as  the  dependent  variable  and  other  fuel  properties  as  independent 
variables.  The  analysis  identified  several  significant  fuel  properties  such  as  carbon 
residue,  cetane  number,  sulfur  content,  etc.,  which  appear  to  influence  thermal  stability 
breakpoint.  Therefore,  based  on  these  findings  and  the  hot-fuel  nozzle  fouling  life 
correlation  observed  by  General  Electric,  it  was  concluded  that  a  hot-fuel  nozzle  fouling 
test  facility  was  needed.  This  facility  could  be  utilized  for  testing  turbine  engine  flow 
divider  valves  and/or  nozzles  employed  on  shipboard,  ground  and  aircraft  applications. 

Fuel  flow  rates  to  gas  turbine  engines  may  vary  over  a  range  of  10  to  1  for  conditions 
from  ignition  to  full  power.  Ignition  requires  reasonably  good  atomization  of  the  fuel, 
which  corresponds  to  a  pressure  drop  across  a  pressure-swirl  atomizer  of  at  least  25  psi 
(172.4  x  10-*  Pa).  Since  the  flow  rate  increases  as  the  square  of  the  pressure,  to  increase 
the  flow  rate  by  a  factor  of  10  for  full  power  would  require  a  fuel  pressure  increase  to 
approximately  2500  psi  (17,240  x  10^  Pa).  Therefore,  to  maintain  reasonable  fuel  pump 
pressures  (much  less  than  2500  psi),  two  different  sizes  of  pressure-swirl  atomizers  are 

*  Underscored  numbers  in  parentheses  refer  to  the  list  of  references  at  the  end  of  this 
report. 


often  employed,  i.e.,  a  small-capacity  nozzle  for  ignition  and  a  higher  capacity  nozzle 
for  higher  power  conditions.  A  flow  divider  valve  is  necessary  to  prevent  flow  to  the 
larger  capacity  nozzle  until  the  fuel  pressure  exceeds  that  used  for  ignition.  It  is 
common  practice  to  combine  the  small-capacity  and  high-capacity  atomizers  in  one 
dual-orifice  nozzle  with  the  primary  orifice  in  the  center  of  an  annular  secondary 
injector.  The  flow  divider  valve  may  be  incorporated  into  the  atomizer,  resulting  in  a 
single-entry,  dual  orifice  nozzle,  or  the  flow  divider  valve  may  be  external  to  the 
atomizer,  resulting  in  a  dual-entry,  dual-orifice  nozzle.  The  flow  divider  valve,  normally 
a  spring-loaded  device,  simply  provides  full  fuel  pump  pressure  to  primary  nozzle  only  at 
ignition  conditions  and  then  begins  to  open  at  higher  pressures  to  provide  flow  to  the 
secondary.  These  nozzles  are  designed  to  exhibit  increasing  fuel  flow  through  the 
secondary  injector  with  increasing  inlet  fuel  pressure.  Figure  1  illustrates  typical 
differences  that  are  normally  found  in  the  two  nozzle  variations. 


AIR  SHROUD 


a.  F4Q4  Integral  Flow  Divider  b.  T700  No  Flow  Divider 

FIGURE  1.  F404  AND  T700  FUEL  NOZZLES 

The  test  facility  designed  and  discussed  herein  would  aid  the  overall  program  objective  in 
determining  the  impact  of  varying  quality  distillate  fuel  (with  attendant  varying  thermal 
stability)  on  the  fouling  life  of  high-temperature  components  of  engine  fuel  systems. 


Therefore,  such  a  facility  has  been  designed  and  set  up  at  SwRl  and  is  described  in  detail 
in  this  report. 

IL  TEST  FACILITY 

A.  General 

Design  and  installation  of  a  hot-fuel  nozzle  fouling  facility  was  completed  at  SwRI  in 
fiscal  year  1984.  The  facility  was  designed  to  evaluate  fuel  flow  divider  valves  and 
nozzles  representative  of  those  found  in  typical  shipboard  and  aircraft  turbine  engines. 
System  design  requirements  were  determined  from  pertinent  data  obtained  for  various 
aircraft  and  shipboard  use.  Also  system  details  are  similar  to  those  employed  by  General 
Electric,  Evendale,  OH.  The  details  of  the  General  Electric  test  facilities  and 
procedures  changed  somewhat  over  the  course  of  their  testing  programs,  and  the  reader 
is  referred  to  the  project  reports  for  specif  ics.(_l_-2, 5-8)  The  various  sections  of  the  test 
facility  are  discussed  in  the  following  paragraphs. 

B.  Fuel  Flow  Section 

Figure  2  illustrates  the  flow  diagram  of  the  hot-fuel  nozzle  test  facility.  Fuel  enters 
from  appropriate  tankage  as  shown  in  the  upper  left  corner  of  the  illustration.  It  flows 
through  the  pump  which  is  powered  by  a  variable  speed  motor  and  controller  to  obtain 
the  desired  flow  rate.  A  return  leg  in  the  flow  system  with  a  back-pressure  regulator  is 
employed  to  obtain  the  required  fuel  pressure.  Behind  the  pump,  two  legs  in  the  flow 
diagram  contain  filters  and  manually  operated  valves  to  direct  flow  through  the  desired 
filter.  This  arrangement  allows  changeout  of  a  "plugged"  filter  element  without  stopping 
the  test.  Pressure  gages  are  installed  immediately  in  front  of  and  behind  the  filters  for 
determining  pressure  drop  through  the  filter  during  operation.  After  the  filters,  there 
are  three  legs  in  the  flow  diagram.  One  contains  a  manually  operated  valve  and  each  of 
the  other  two  legs  contains  both  a  solenoid  valve  and  a  manually  operated  valve.  The 
solenoid  valves  can  be  actuated  through  on/off  recycle  timers  to  obtain  the  desired  flow 
rate  through  that  leg  for  the  fuel  nozzle  fouling  cycle.  The  manual  valves  are  employed 
to  trim  the  flow  rate  in  each  leg  to  arrive  at  the  total  flow  desired  during  each  portion 
of  the  timed  cycle. 
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FIGURE  2.  HOT-FUEL  NOZZLE  TEST  FACILITY  SCHEMATIC 


A  mass  flowmeter  using  the  vibrating  tube  technique  for  measuring  fuel  flow  rate  is 
plumbed  into  the  facility  as  shown.  This  flowmeter,  with  the  appropriate  instrumenta¬ 
tion,  will  give  a  digital  readout  of  flow  rate  in  lb/hr  and  also  the  total  amount  of  flow 
from  a  preset  time  (totalizer).  This  type  flowmeter  is  insensitive  to  changing  fluid 
properties  such  as  temperature,  viscosity,  pressure,  density,  etc.,  over  a  wide  range.  The 
waste  fuel  line  is  attached  to  the  downstream  side  of  the  fuel  nozzle  and  will  gravity 
feed  the  waste  fuel  through  a  water-cooled  plate  coil  heat  exchanger  to  cool  the  fuel 
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below  the  flashpoint  prior  to  dumping.  It  is  imperative  that  the  attachment  between  the 
fuel  nozzle  and  the  waste  fuel  line  be  leak  free  to  prevent  spraying  of  hot  fuel  into  a 
highly  ignitable  area  and  creating  a  potentially  dangerous  fire. 

C.  Fuel  Heating  Section 

A  tube-in-tube,  counterflow  heat  exchanger  fabricated  from  stainless  steel  heats  the 
fuel  to  the  desired  nozzle  inlet-fuel  temperature.  Pressure  transducers  with  digital 
readouts  are  located  in  front  of  and  behind  the  heat  exchanger.  These  are  used  to 
monitor  fuel  pressure  drop  in  the  heat  exchanger.  The  downstream  pressure  transducer 
also  provides  the  inlet-fuel  pressure  to  the  fuel  nozzle  being  tested. 

The  oil  heater  system  which  supplies  heating  medium  (oil)  to  the  heat  exchanger  is  shown 
in  Figure  3  and  is  used  to  control  the  nozzle  inlet-fuel  temperature  at  the  desired  level 
over  a  range  of  values  from  ambient  to  232°C  (450°F).  The  oil  heater  system  consists  of 
an  electric  circulation  heater,  pump,  pump  motor,  buffer  and  expansion  tanks,  solid-state 
power  controller,  and  associated  plumbing,  electrical  wiring,  heat  medium,  etc.,  all 
mounted  in  a  skid-base  frame  as  shown  in  Figure  3.  The  heat  medium  in  the  system  has 
an  upper  operational  temperature  limit  of  316°C  (600° F)  and  a  flashpoint  of  177°C 
(350°F). 

The  fuel  heating  system  also  has  an  immersion-type  thermocouple  located  in  the  fuel  line 
immediately  in  front  of  the  nozzle.  The  fuel  temperature  indicated  by  this  thermocouple 
is  used  to  set  the  power  controller  in  the  oil  heater  system  to  control  the  nozzle  inlet- 
fuel  temperature  at  the  desired  level  during  testing.  Also,  where  feasible,  an  immersion- 
type  thermocouple  is  inserted  in  the  nozzle  stem  or  near  the  nozzle  inlet  screen  (filter) 
for  measuring  temperature  near  the  flow  divider  valve  and/or  atomizer  as  shown  in 
Figure  2.  Also  shown  in  Figure  2,  the  outside  of  the  nozzle  stem  or  heat  shield  is 
instrumented  with  two  welded-on  surface  temperature  measuring  thermocouples.  One  of 
these  is  a  controlling  thermocouple  and  the  other  is  a  recording  thermocouple.  The 
controlling  thermocouple  controls  the  heat  input  to  the  air  heating  system,  which  is 
discussed  subsequently  in  this  report.  The  heat  input  to  the  flowing  air  maintains  the 
desired  nozzle  stem  (metal)  temperature  during  testing.  When  appropriate,  a  measuring 
thermocouple  is  also  installed  in  the  waste  fuel  line,  downstream  from  the  atomizer. 
This  provides  temperature  data  of  the  fuel  immediately  after  exiting  the  atomizer,  but 
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prior  to  entering  the  "cooldown"  heat  exchanger.  All  of  these  temperatures,  as  measured 
by  the  various  thermocouples,  are  permanently  and  continuously  recorded  on  a  multipoint 
stripchart  recorder  throughout  a  test.  It  should  be  noted  that  the  fuel  enters  the 
"cooldown"  heat  exchanger  from  the  nozzle  directly  through  an  enclosed  shroud  and  does 
not  interface  with  the  hot  air  used  to  heat  the  nozzle.  Therefore,  the  only  parameter 
affecting  nozzle  deposition  is  the  thermally  induced  stability  characteristics  of  the  fuel. 

D.  Air  Heating  Section 

A  photograph  of  the  air  heating  section,  with  attached  test  tunnel,  of  the  test  facility  is 
shown  in  Figure  4.  Heating  of  the  test  tunnel  air  is  provided  by  a  natural  gas  fired 
burner  enclosed  in  a  burner  tube.  A  double-shafted  motor  with  both  a  volume  fan  and  a 
combustion-air  fan  moves  the  air  across  the  burner  and  down  the  tube  where  it  proceeds 
through  a  partially  insulated  transformation  duct  and  an  insulated  test  tunnel.  At  the 
downstream  end  of  the  test  tunnel,  the  heated  air  is  exhausted  back  to  atmosphere.  The 
air  heater  is  capable  of  up  to  2600  scfm  air  flow  and  up  to  1,000,000  Btu/hr  heat  release, 
with  unrestricted  air  flow.  On  the  other  hand,  these  values  may  be  reduced  somewhat  by 
employing  an  inlet  air  volume  damper.  Also,  installation  of  the  test  tunnel  at  the 
downstream  end  of  the  air  heater  restricts  the  air  flow  through  the  system,  depending  on 
the  cross-sectional  size  of  the  tunnel,  and  alters  the  heater's  rated  specifications 
somewhat.  For  this  facility,  a  14-cm  x  19-cm  (5.5-in.  x  7.5-in.)  rectangular-shaped  test 
tunnel  with  an  inside  cross-sectional  area  of  approximately  266  cm^  (41.25  in.^)  is 
employed.  The  air  heater  is  automatically  controlled  by  a  proportioning  temperature 
controller  actuated  by  a  welded-on  surface  thermocouple  attached  to  the  nozzle  stem  or 
heat  shield  at  an  appropriate  location.  Another  welded-on  surface  thermocouple  located 
immediately  next  to  the  controlling  thermocouple  is  used  to  measure  and  record  the 
nozzle  stem  (metal)  temperature. 

E.  Test  Tunnel  Section 

A  photograph  of  the  insulated  test  tunnel  as  attached  to  the  air  heating  section  of  the 
test  facility  is  shown  in  Figure  5.  As  seen  in  the  photograph,  the  transformation  duct 
connecting  the  air  heating  section  and  the  test  tunnel  is  also  insulated  approximately 
halfway  back  from  the  test  tunnel.  The  air  blast  from  the  test  tunnel  exits  through  an 
opening  in  the  wall  of  the  facility  building.  The  rectangular-shaped  test  tunnel  has  a 


FIGURE  4.  AIR  HEATING  SECTION  OF  TEST  FACILITY  WITH 
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length  of  38  cm  (15  in.).  The  replaceable  top  plate,  as  shown  in  Figure  5  (the  uninsulated 
plate  attached  by  cap  screws),  is  fabricated  to  accommodate  the  particular  fuel  nozzle 
being  tested.  The  nozzle  can  easily  be  removed  from  the  plate  for  calibration  and/or 
inspection  purposes.  As  seen,  thermocouple  lead  conductors  pass  through  the  plate  for 
instrumenting  the  nozzle  with  both  controlling  and  recording  thermocouples.  Also  shown 
is  the  nozzle  inlet-fuel  pressure  measuring  transducer  discussed  earlier  in  the  report. 

F.  Test  Capabilities 

The  hot-fuel  nozzle  fouling  test  facility  has  the  following  capabilities: 
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Parameter 


Capability 


Nozzle  inlet-fuel  temperature 
Maximum  fuel  flow  rate 


Nozzle  inlet  fuel  pressure 


Test  tunnel  air  temperature 
(controls  nozzle  metal 
temperature)** 


Up  to  232°C  (450°F)* 

200  lb/hr*  (very  low  nozzle 
pressure) 

500  psig  (3  90  Ib/hr  flow  rate 
250  psig  @  148  lb/hr  flow  rate 
125  psig  @  175  Ib/hr  flow  rate 
Up  to  649°C  (1200°F) 


*  The  nozzle  inlet-fuel  temperature  of  232°C  (450°F)  can  be 
achieved  at  fuel  flow  rates  considerably  less  than  the  maximum 
flow  rate  of  200  lb/hr.  It  is  not  known  what  inlet-fuel  tempera¬ 
ture  can  be  achieved  at  the  maximum  flow  rate  because  of  the 
limited  testing  that  has  been  performed  using  this  facility. 


**  The  fuel  flow  rate  through  the  nozzle  during  testing  also  has 
an  effect  on  nozzle  metal  temperature  that  is  achieved. 


The  flow  rate  and  pressure  characteristics  shown  in  the  above  table  were  obtained  using 
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Jet  A  fuel.  The  fuel  supplied  to  the  inlet  pump  from  the  storage  tank  was  at  ambient 
conditions.  It  should  be  realized  that  various  fuels  exhibiting  different  properties  such  as 
viscosity,  density,  lubricity,  etc.,  will  probably  behave  somewhat  differently  than  the  Jet 
A,  thus  altering  the  performance  of  the  test  facility. 
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The  upper  nozzle  inlet  fuel  temperature  limit  of  232°C  (450°F)  was  selected  because  this 
value  should  be  well  above  that  which  would  be  expected  for  applications  of  interest  in 
the  near  future.  Also,  previous  work  has  shown  that  even  fuels  with  high  thermal 
stability  breakpoints  will  give  very  short  duration  nozzle  failures  when  tested  at  or  above 
this  temperature. 

To  avoid  excessive  temperatures  in  the  fuel  nozzle,  fuel  lines,  or  oil  heater  system 
during  testing,  the  following  startup  and  shutdown  procedures  are  employed. 

For  Startup: 

(1)  Turn  on  heater  to  hot  oil  section. 

(2)  Turn  on  hot  oil  pump.  Be  sure  to  circulate  heated  oil  through  bypass 
plumbing,  not  through  oil/fuel  heat  exchanger. 

(3)  When  oil  temperature  reaches  desired  level,  open  valve  on  fuel  supply  tank 
and  actuate  fuel  flow  through  heat  exchanger  and  nozzle. 

(4)  When  desired  fuel  flow  is  obtained,  start  hot  oil  flow  through  heat  exchanger 
and  stop  oil  flow  through  bypass. 

(5)  Check  for  leaks  of  hot  oil  and/or  fuel. 

(6)  Actuate  air  blower  and  heater. 

(7)  Adjust  all  sections  to  obtain  desired  flow  rates  and  temperatures. 

For  Shutdown: 


W 

£ 
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(1)  Record  final  test  data  readings. 

(2)  Turn  off  hot  oil  heater. 

(3)  Turn  off  hot  air  burner. 

(4)  Open  bypass  valve  in  hot  oil  plumbing  and  close  valve  (hot  oil)  to  oil/fuel  heat 
exchanger. 

(3)  After  air  heater  section  and  test  tunnel  have  cooled,  turn  off  air  blower. 

(6)  After  hot  oil  has  been  circulating  through  bypass  plumbing  for  approximately 
15  minutes,  turn  off  hot  oil  pump. 

(7)  Allow  fuel  to  flow  through  oil/fuel  heat  exchanger  until  oil  temperature  has 
cooled  to  79°C  (175°F)  or  below. 

(8)  Turn  off  fuel  pump. 
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(9)  Close  valve  on  fuel  supply  tank. 

(10)  Remove  fuel  nozzle  from  test  tunnel  and  inspect  and/or  recalibrate  as 
appropriate. 

ffl.  TEST  RESULTS 

A  shakedown  test  employing  a  No.  2  diesel  fuel  and  a  burner-type  simplex  swirl  nozzle 
was  performed.  The  breakpoint  temperature  of  the  fuel  as  determined  by  3FTOT  was 
238°C  (461°F).  Therefore,  the  fuel  inlet  temperature  to  the  nozzle  based  on  the 
breakpoint  temperature  was  controlled  at  207°-210°C  (405°-410°F),  which  was  believed 
would  cause  nozzle  failure  in  less  than  50  hours.  The  other  testing  conditions  were  as 
follows: 

•  Nozzle  fuel  flow  rate  -  40  lb/hr  (18.1  kg/hr) 

•  Nozzle  stem  (metal)  temperature  -  285°  to  291°C  (545°  to  555°F) 

Since  this  was  a  simplex  nozzle,  the  only  criterion  used  to  determine  failure  was  a  10- 
percent  reduction  in  orifice  flow*  at  the  testing  flow  rate.  Figure  6  illustrates  the 
reduction  in  orifice  flow  during  testing,  as  determined  by  employing  a  calibration  test 
stand.  It  is  noted  that  failure  occurred  after  26  hours  of  testing  (10-percent  reduction  in 
orifice  flow),  but  the  test  was  extended  for  another  4  hours  to  determine  if  orifice  flow 
continued  to  decrease  significantly  and  at  a  fairly  constant  rate.  At  30  hours  of  testing, 
the  flow  reduction  had  reached  12.5  percent;  therefore,  the  test  was  discontinued.  On 
disassembly  of  the  nozzle  after  testing  and  calibration,  it  was  noted  that  the  inlet  screen 
(mesh  not  known)  appeared  to  be  partially  plugged  with  significant  deposits.  Therefore, 
it  was  replaced  with  a  new  screen,  and  the  nozzle  flow  calibration  was  again  measured. 
Surprisingly,  the  new  screen  did  not  significantly  alter  the  calibration  results.  Thus,  it 
was  concluded  that  the  reduction  in  flow  was  indeed  a  result  of  orifice  "plugging"  and  not 
screen  "plugging". 

Although  these  shakedown  test  data  are  somewhat  meager,  they  do  show  that  the  test 
facility  is  functional  and  does  provide  a  means  for  additional  nozzle  testing.  Of  course, 

*  10-percent  reduction  in  primary  orifice  flow  is  considered  appropriate  to  determine  a 
significant  degradation  in  component  performance  without  requiring  excessive  testing 
time.  Accelerated  tests  are  normally  considered  to  have  a  maximum  duration  of  50  to 
75  hours. 
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288°C  Stem  Temp-,  40  lb/hr  Fuel  Flow 


0  5  10  15  20  25  30  35 

TEST  TlHE.hr 

FIGURE  6.  SIMPLEX  NOZZLE  FLOW  CHARACTERISTICS  USING 
NO.  2  DIESEL  FUEL  AT  210<>C  (*10°F) 


the  actual  capabilities  of  the  facility  will  be  known  only  after  extensive  additional 
testing  has  been  accomplished. 


IV.  CONCLUSIONS  AND  RECOMMENDATIONS 
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The  work  discussed  in  this  report  only  covers  the  design  and  installation  of  a  test 
facility,  with  a  very  limited  amount  of  shakedown  testing;  i.e.,  one  30-hour  test. 
Therefore,  the  conclusions  that  can  be  drawn  are  very  limited.  It  can  be  concluded, 
based  on  the  one  test,  that  a  fuel  nozzle  test  facility  showing  good  testing  potential  has 
been  developed  and  the  facility  needs  to  be  employed  to  determine  its  full  potential. 

Based  on  the  work  covered  in  this  report  and  the  need  for  additional  nozzle  fouling  test 
data  on  both  specification  and  near -specif  ication  distillate  fuels  prior  to  qualifying  such 
fuels  for  use  in  Navy  shipboard  gas  turbine  engines,  the  following  program  is  recom¬ 
mended. 

The  major  program  effort  would  be  to  develop  correlation  equations,  if  feasible,  relating 
JFTOT  breakpoint  temperature  to  the  fouling  life  of  flow  divider  valves  and  atomizing 
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nozzles.  Each  nozzle  would  be  evaluated  using  three  different  fuels  at  three  fuel 
temperatures  for  a  total  of  nine  determinations  on  each  nozzle  type.  Where  possible, 
fuel  temperatures  would  be  selected  to  limit  the  fouling  test  duration  to  a  reasonable 
period  of  time  (25  to  75  hours).  The  test  fuels  would  be  selected  to  cover  a  broad  range 
of  thermal  stability.  In  other  words,  some  fuels  such  as  home  heating  oils  have  very  low 
mermal  stabilities,  diesel  fuels  normally  display  intermediate  thermal  stabilities,  and 
JP-5  has  high  thermal  stability.  These  fuels  can  be  mixed  in  various  proportions  to 
obtain  the  desired  value  if  a  fuel  cannot  be  found  having  the  proper  characteristics. 
Determinations  for  each  nozzle/fuel/temperature  combination  would  be  conducted  until 
a  "failure  point"  is  reached,  or  until  the  preselected  duration  of  the  test  has  expired. 
Nozzle  failure  is  defined  as  one  of  the  following: 

•  A  10-percent  reduction  in  primary  orifice  flow 

•  A  5-percent  reduction  in  secondary  orifice  flow 

•  A  10-percent  increase  in  hysteresis  of  the  flow  divider  valve 

These  criteria  are  considered  appropriate  to  cause  a  significant  degradation  in  compo¬ 
nent  performance  without  requiring  excessive  test  time. 

Nozzles  to  be  evaluated  in  the  fouling  facility  would  be  those  for  the  GE  LM2500,  DDA 
501-K17,  and  AVCO  Lycoming  TF40B  engines.  In  the  case  of  the  DDA  501-K17,  the 
original  nozzle  design  has  been  modified  to  correct  fouling  problems  encountered  in  the 
field.  This  nozzle  would  be  evaluated  in  its  configuration  both  before  and  after  the 
redesign  to  determine  if  improved  life  can  be  demonstrated  for  the  modified  component. 
The  fuel  nozzles  for  this  program  would  be  supplied  by  the  Navy  as  government-furnished 
equipment  (GFE). 

Three  test  fuels  with  different  thermal  stabilities  would  be  obtained.  The  test  fuels 
would  be  middle  distillates.  Thermal  stability  would  be  rated  by  the  JFTOT  breakpoint 
temperature.  A  range  of  breakpoint  temperatures  from  204°  to  260°C  (400°F  to  500°F) 
would  be  desirable  but  not  critical  since  it  is  difficult  to  secure  fuels  according  to 
thermal  stability. 

Figure  7  illustrates  the  test  matrix  planned  for  the  program,  using  the  hot-fuel  nozzle 
fouling  facility.  The  four-nozzle  by  three-fuels  by  three-temperature  matrix  results  in  a 
total  of  36  facility  experiments. 
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FIGURE  7.  HOT-FUEL  NOZZLE  FOULING  FACILITY  TEST  MATRIX 


The  anticipated  results  would  be  correlations  between  fuel  JFTOT  breakpoint  tempera¬ 
tures  and  fouling  tendencies  of  the  fuels  as  determined  using  the  hot-fuel  nozzle  fouling 
facility.  Hopefully,  correlations  would  permit  development  of  impact  statements  to 
predict  the  fuel-limiting  life  expectancy  of  nozzles  and  metering  valves  for  candidate 
fuel  procurement. 
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FORT  LEAVENWORTH  KA  66027-5300 
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CDR 

US  ARMY  LOGISTICS  CTR 
ATTN:  ATCL-MS  (MR  A  MARSHALL)  1 

ATCL-C  1 

FORT  LEE  VA  23S01-6000 

PROJECT  MANAGER 
PETROLEUM  <5c  WATER  LOGISTICS 
ATTN:  AMCPM-PWS  1 

4300  GOODFELLOW  BLVD 
ST  LOUIS  MO  63120-1798 

CDR 

US  ARMY  AVIATION  CTR  <5c  FT  RUCKER 


ATTN:  ATZQ-DI  1 

FORT  RUCKER  AL  36362 

PROG  MGR,  TANK  SYSTEMS 
ATTN:  AMCPM-M1E1-SM  1 

AMCPM-M60  1 

WARREN  MI  48397 

CDR 

US  ARMY  ARMOR  &  ENGINEER  BOARD 
ATTN:  ATZK-AE-AR  1 

ATZK-AE-LT  1 

FORT  KNOX  KY  40121 

CDR 

6TH  MATERIEL  MANAGEMENT  CENTER 
19TH  SUPPORT  BRIGADE  1 

APO  SAN  FRANCISCO  96212-0172 

CDR 

US  ARMY  SAFETY  CENTER 

ATTN:  PESC-SSD  (MR  BUCHAN)  1 

FORT  RUCKER  AL  36362 


DEPARTMENT  OF  THE  NAVY 

CDR 

NAVAL  AIR  PROPULSION  CENTER 
ATTN:  PE-33  (MR  D’ORAZIO)  1 

P  O  BOX  7176 
TRENTON  NJ  06828 

CDR 

NAVAL  SEA  SYSTEMS  CMD 

ATTN:  CODE  05M4  (MR  R  LAYNE)  1 

WASHINGTON  DC  20362-5101 


CDR 

DAVID  TAYLOR  NAVAL  SHIP  R&D  CTR 


ATTN:  CODE  2830  (MR  BOSMAJIAN)  I 

CODE  2759  (MR  STRUCKO)  10 

CODE  2831  1 

ANNAPOLIS  MD  21402 

CDR 

NAVAL  SHIP  ENGINEERING  CENTER 
ATTN:  CODE  6764  1 

PHILADELPHIA  PA  19112 

PROJ  MGR,  M60  TANK  DEVELOPMENT 
ATTN:  USMC-LNO  1 

US  ARMY  TANK-AUTOMOTIVE 
COMMAND  (TACOM) 

WARREN  MI  48397 


DEPARTMENT  OF  THE  NAVY 
HQ,  US  MARINE  CORPS 
ATTN:  LPP  1 

LMM/2  1 

WASHINGTON  DC  20380 

CDR 

NAVAL  AIR  SYSTEMS  CMD 

ATTN:  CODE  53645  (MR  MEARNS)  1 

WASHINGTON  DC  20361 

CDR 

NAVAL  RESEARCH  LABORATORY 
ATTN:  CODE  6170  1 

CODE  6180  1 

WASHINGTON  DC  20375 

CDR 

NAVAL  FACILITIES  ENGR  CTR 
ATTN:  CODE  1202B  (MR  R  BURRIS)  1 
200  STOVAL  ST 
ALEXANDRIA  VA  22322 


CDR 

NAVAL  AIR  ENGR  CENTER 

ATTN:  CODE  92727  1 

LAKEHURST  NJ  08733 

COMMANDING  GENERAL 
US  MARINE  CORPS  DEVELOPMENT 
&  EDUCATION  COMMAND 
ATTN:  D074  (LTC  WOODHEAD)  I 

QUANTICOVA  22134 
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OFFICE  OF  THE  CHIEF  OF  NAVAL 
RESEARCH 

ATTN:  OCNR-126(MR  ZIEM)  1 

ARLINGTON,  VA  22217-5000 

CHIEF  OF  NAVAL  OPERATIONS 
ATTN:  OP  413  1 

WASHINGTON  DC  20350 

CDR 

NAVY  PETROLEUM  OFC 

ATTN:  CODE  43  (MR  LONG)  1 

CAMERON  STATION 

ALEXANDRIA  VA  22314 


DEPARTMENT  OF  THE  AIR  FORCE 
HQ, USAF 

ATTN:  LEYSF  1 

WASHINGTON  DC  20330 

HQ  AIR  FORCE  SYSTEMS  CMD 

ATTN:  AFSC/DLF  1 

ANDREWS  AFB  MD  20334 

CDR 

US  AIR  FORCE  WRIGHT  AERONAUTICAL 
LAB 

ATTN:  AFWAL/POSF  (MR  CHURCHILL)  1 
WRIGHT-PATTERSON  AFB  OH  45433 

CDR 

SAN  ANTONIO  AIR  LOGISTICS 
CTR 

ATTN:  SAALC/SFT  (MR  MAKRIS)  1 

SAALC/MMPRR  1 

KELLY  AIR  FORCE  BASE  TX  78241 


OTHER  GOVERNMENT  AGENCIES 

NATIONAL  AERONAUTICS  AND 
SPACE  ADMINISTRATION 
VEHICLE  SYSTEMS  AND  ALTERNATE 
FUELS  PROJECT  OFFICE 
ATTN:  MR  CLARK 
LEWIS  RESEARCH  CENTER 
CLEVELAND  OH  44135 

DEPARTMENT  OF  TRANSPORTATION 
FEDERAL  AVIATION  ADMINISTRATION 
ATTN:  AWS-110 
800  INDEPENDENCE  AVE,  SW 
WASHINGTON  DC  20590 

US  DEPARTMENT  OF  ENERGY 
CE-151 

ATTN:  MR  ECKLUND 
FORRESTAL  BLDG. 

1000  INDEPENDENCE  AVE,  SW 
WASHINGTON  DC  20585 


CDR 
DET  29 

ATTN:  SA-ALC/SFM  1 

CAMERON  STATION 
ALEXANDRIA  VA  22314 
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